The elderly population is growing every year in Brazil. Consequently, health risks in elderly is a concern for public health system. During the aging process, the mobility is affected, and falls are more frequent causing injuries and even death, whose causes can be prevented, with reduction of financial costs. Therefore, a low-cost inertial sensor-based system is a tool to fulfill the need for detecting falls in elderly. In this paper, we present our system as a proof of concept for the study of fall and we propose a low cost and more accessible system for fall detection using inertial sensors. The inertial sensor collects data, identifies and detect four different "fall states". The aim is to use this system in public health. In real-time, it will advise any person around the elder about the fall. Different machine learning classifiers are tested in the train dataset, and the best one was used for training the sensor data. Then, the model was compared with unknown sensor data (captured and from available datasets) to guess at which state the person is. We found out that there were only 15 wrong observations from all trials, thus, the system has potential to be used to detect falls. 
Introduction
Fall detection technologies enable fast detection and intervention for individuals who have experienced a fall. This ability could reduce the physical and mental damage caused not only by the fall but time after the incident. These technologies can help to reassure those at a risk of falling, as well as their caregivers and family. In the future, these systems will help physiotherapist and other clinicians to clearly understand not only when the person experienced the fall, but also circumstances surrounding the fall, allowing for better treatment of the individual in question [1] .
In addition, exaggerated spending on hospitalizations could be reduced if there were cheaper alternatives to falls surveillance. Therefore, this work investigated low-cost fall detectors to feed the need of the public health system to reduce costs and improve the quality of life of the elderly. Based on these factors, the chosen technology was inertial sensors, which are electronic devices that measure and report on an object's velocity, acceleration, orientation, and gravitational forces, using a combination of accelerometers and gyroscopes and sometimes magnetometers [2] .
Hence, the aim of this work is to propose a low-cost inertial sensor-based fall detection system of elderly population in Brazil by applying machine learning classifiers. The next section introduces machine learning concepts and techniques applied.
Machine Learning
Machine learning is the domain of science that explores the ability of machines to understand the data. It involves developing algorithms that would enable computers to learn complex patterns and make intelligent decisions based on that. Learning itself covers a broad range of processes that are hard to define [3] . It is possible to produce, quickly and automatically, frameworks that allow to analyze larger and more complex data and deliver faster, more accurate results -even on a very large scale. Therefore, machine learning forecasts can lead to better intelligent decisions and actions in real time without human intervention.
In the context of learning, the amount of data required by the learning algorithm in addition to time and space efficiency are important. Learning algorithms can solve many problems that can be easily applied to a broad class of learning processes, such as fall detection. Machine learning algorithm can model each problem differently based on the input data, so before getting into algorithms, it is important to analyze several learning classifiers broadly used. This way of organizing algorithms helps to choose the right algorithm to tackle a given problem based on the available input dataset and model preparation process and achieve efficient results. Machine learning algorithms can be divided into three different groups based on their learning style: Supervised learning; Unsupervised learning; and Reinforcement learning [4] .
The present work is concerned with the supervised learning, which is one of the most important methodology in machine learning and it also has a central importance in the processing of multimedia data. It is a technique for deducing a function from training data. The training data consists of input and desired output data vectors. After the training data process, the machine framework is expected to find patterns in the data and relate it to the corresponding outputs. Therefore, one of the first decisions to be made is the choice of a machine learning algorithm. This involves a comparison of performance of different algorithms on a given data set. Then based on results such as accuracy of classification, time taken to build the model, and complexity of the algorithm, the most suitable algorithm depending on the requirements can be selected [3] .
One of the most important things in supervised learning is the quality of the training data. If the machine is expected to perform well for unseen situations, then the training data must be exhaustive and accurate enough to enable the machine to build an appropriate model [4] . If the training data does not include the entire gamut of real-world situations, then the resulting model after supervised learning is prone to overfitting, e.g. it is not generalized enough and thus performs very good on the seen data, but poorly on the unseen one [3, 4] . Another factor in supervised learning is classification, which is a part of supervised learning model where the algorithm predicts the class under which the new data fits. In this paper, we dealt with k-Nearest Neighbor. The k-Nearest Neighbor (kNN) algorithm is one of the most widely used classification algorithm due to its simplicity and easy implementation [5] . kNN is a type of lazy learning method because we do not need to train the algorithm but during the classification phase it goes through all the training data to calculate the Euclidian distance between them and input data and predicts the class of input data [6] . The advantages in this model are: training is very fast; simple and easy to learn; robust to noisy training data; and effective if training data is large. The disadvantages are biased by value of k; computation complexity; memory limitation; being a supervised learning lazy algorithm e.g. runs slowly; and easily fooled by irrelevant attributes [5, 6] . Because we trained the model with offline data, these disadvantages are not an issue to this study.
Anatomy of the fall and incidence in the elderly population
The term fall can be defined as an unintentional event in which the body moves from its initial position to a lower level, with incapacity for immediate correction, and destabilizing the individual. The fall, as well as its resulting lesions, is now considered a public health problem, promoting social impact on countries with advanced aging population. In human anatomy conditions, a fall normally happens along one of two planes, called sagittal and coronal planes. Fig. 1(a) presents the sagittal plane, that is an X-Z imaginary plane that travels vertically from the top to the bottom of the body, dividing it into left and right sections. In this case a fall along the sagittal plane can happen forward or backward. Fig. 1(b) presents the coronal Y-Z plane, which isolates the body into dorsal and ventral (back and front) sections [7] . A loss in balance is indicated by toppling. Fig. 2 (a) presents the body from a kinematic perspective [8] . At the point when the vertical line through the focal point of gravity lies outside the base of support the body begins toppling [8] . The body falls on the ground in case of no response to the loss of balance [8, 9] .
According to [8] , the fall of a body from a stationary position is considered at stature h = H. At first the body has a potential energy mgh which is changed into kinetic energy amid the fall with the highest value just before the impact on the floor (h = 0). Amid the impact the energy is completely consumed by the body and, after the effect, both potential and kinetic energy are equivalent to zero. If the person is conscious the energy can be consumed by his muscles. [8] uses as an example using the arms (see Fig. 2(b) ) and it is sufficient to cause injuries in elderly people, whereas if the person is unconscious it can induce to sever injuries (see Fig. 2(c) ). Once the fall and in this way the impact on the floor happen, the person rests for a few seconds or even hours and after that tries to recuperate independent from anyone else or with the assistance of another person. Just before the impact, the body of the subject is in a free-fall, the gravitational acceleration is equal to its acceleration. Consequently, it is conceivable to distinguish five stages as de-tailed in Fig. 3: 1 . Activity of daily living; 2. Unpredictable event 3. Free-fall; 4. Impact; 5. Recovery or unconscious state [8, 9] .
In Brazil, between 2012 and 2016, the elderly population (aged 60 and over) grew 16%, reaching 29.6 million [10] . This accelerated growth of the elderly population is occurring in several parts of the world, resulting in an increase in the prevalence of chronic-degenerative diseases, especially of "the great geriatric syndromes", among which are the falls [11] . Fall accidents involving older people become more recurrent. In reviewing the recent literature, [12] states that about 30% of the elderly with 65 years of age or more suffer one or more falls per year, which account for twothirds of the dental deaths suffered by the elderly. [13] found a prevalence of falls in 37.2% of the cases studied. Most falls result from the interaction of factors related to the individual (intrinsic) and environmental (extrinsic) factors. Intrinsic factors include: age, previous falls, visual acuity reduction, dizziness, balance and gait disturbances, nervous system injuries, locomotor disorders, compromise of blood pressure regulating mechanisms (baroreceptors), which predispose orthostatic hypotension, cognitive disturbance, depression, and sleep disorders. Extrinsic factors are related to the conditions of floors, lighting, stairs, chairs, tables, beds, bathrooms, shoes, improper orthotics, physical barriers and use of more than four types of medications. The risk of falls is also higher in individuals after hospital admission, mainly in the first month after discharge [13] . 
Costs and hospitalizations arising from falls
Falls are responsible for high costs, not only for their care, but also for later treatment of the consequences caused [14] . The Unified Health System (SUS), the public health system of Brazil, annually registers more than 51 million Reais (Brazilian currency) spent on treatment of fractures due to falls [15] . A report from the Brazilian Government [13] found results of the total number of hospital admissions due to falls in Brazilian hospital units under SUS, between 2005 and 2010, was 399,681 hospitalizations. Of these, 40,228% (160,747) occurred in males and 59.78% (238,934) in female patients, and the total number of female admissions remained higher than male admissions during the whole period analyzed.
When analyzing the costs of hospital admissions due to elderly population, it has been found that these are becoming higher, corresponding to R$ 464,874,275.91 between 2005 and 2010 [14] .
Regarding the services offered by SUS, there is no hypothesis that the costs of the procedures performed on the elderly are more expensive than those of the younger ages [16] . The increase in health expenditures of the elderly is not explained by the increase in the costs of the procedures and, rather, by the frequency of hospitalizations [17] . Public health measures aimed at improving the quality of elderly health care, while not necessarily increasing expenditures, should prioritize a reduction in the number of hospitalizations [13, 18] . Some alternatives are programs of fall prevention and fall detection systems. 
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Technological approaches for fall detection
According to [8] , there are three primary classifications of systems in motion capture that are used to detect fall: Vision-based; environmental; and wearable.
A Vision-based approach utilizes immovable cameras that frequently record the movement of the patients. The information is submitted to image algorithms that can perceive the pattern of a fall to generate an alert. Vision-based methodologies can be restricted to inactivity identification, e.g., the patient lies on the floor without moving after the fall and body shape change analysis, e.g. in view of the difference in pose after the fall. Finally, 3D head movement investigation, e.g. in view of the observing the position and velocity of the head. Using this visual based system to capture motion offers some advantages, for example, it is possible to identify the details of complex movements and low latency (close to real-time). However, the problems of this approach are the time and installation cost, the constrained space of use (just where there are the cameras), and privacy violation.
The utilization of environmental devices is an approach that sensors are installed in the places to be monitored [8] . When people interact with the environment, infrared or pressure sensors on the floor can identify a fall. The problem here is the existence of false negatives, for example, a fall that happens on a table is not detected. Both Visual-based and Environmental device approaches lack a pre-built infrastructure, and this allows their use in hospitals and houses, and the primary disadvantage is the difficulty to use the system outdoor [8] .
In the Wearable approach, at least one wearable device is used by the patient. They are normally outfitted with movement sensors, for example, accelerometers and gyro-scopes, whose data are transmitted by means of radio and investigated [8, 19] . This solution offers points of interest, for example, low installation cost (indoor and outdoor), small size, long battery duration, and offers the possibility to also collect physiological information (pulse, ECG, EEG and so on.). In the marketplace, there are wide range of wearable sensors that can be used to monitor the human motion activity, which can be classify as mechanical, magnetic or inertial.
The mechanical motion capture sensors are typically exoskeleton structures wireless and directly track body joint angles, they are also known as suits, some of them can provide haptic feedback, there is no interference from lights and magnetic field, however, the sensors make noises and the price compare to the others wearable sensors is relatively expensive [20] . The magnetic sensors capture the orientation and position by the relative magnetic flux of three orthogonal coils on both the transmitter and each receiver [21] , the advantages are the positions and rotations captured are absolute and relatively cheaper than the vision-based approach, the main draw-backs are the magnetic distortion and the system are susceptible to others magnetic fields. The inertial motion capture sensors use inertial measurement units (IMUs) containing a combination of gyroscope, magnetometer, and accelerometer, to measure rotational rates. These rotations can be translated to a skeleton structure. The inertial motion capture technology is cheaper compare to the others motion capture systems [22] .
Thus, this project is using the inertial motion sensor technology due the fact of the advantage of low installation cost, the freedom to use the sensors indoor and outdoor and for the small size.
Materials and Methods
This section deals with materials and methods applied in this study. The aim of this project is to apply a classification protocol with a train dataset from an IMU sensor using machine learning techniques and fall detection alert as output, as it is showed in the block diagram in Fig 4. Data were collected from participants as they completed the movement of walking, crouch, lie down and then get up 10 times. These repetitions were recorded using an Inertial Measurement Unit (IMU) sensor from Shimmer Company. To process the dataset, we used MATLAB platform. Data from a Shimmer IMU were collected in healthy participants after signing in-formation and consent forms. A pilot study was used to determine an appropriate sampling rate and the ranges for the IMU sensor. The Shimmer sensor was configured to stream tri-axial accelerometer, magnetometer and gyroscope data. A multi-function MATLAB script was developed to perform the following capture protocol: sampling frequency of all sensors was defined to be 52Hz; internal configuration of each IMU; synchronization between the sensors; start/stop IMU system data capture. Pseudo code for this algorithm is provided in Fig.6 . The testing protocol was explained to the participants which was, to walk a short distance, lie down and stand up 10 times each participant, following this, the IMU was secure placed on them between the 5th lumbar vertebra and sacrum per Fig. 5 . After that, they completed a 5-minute practice exercise and then the actual experiment started. The Machine Learning framework from MATLAB provides classification algorithms, including support vector machines (SVMs), boosted and bagged decision trees, k-nearest neighbour, k-mean, hidden Markov models and others. In this experiment, the framework investigated each of those algorithms and the algorithm with best accuracy was selected. 2416 observations from all trials using wearable inertial sensor were captured. In the training dataset, 6 predictors were obtained from tri-axial accelerometer (Accxyz) and triaxial Gyroscope (Gyroxyz) and were classified in 1-4 depending on state of the trials (1: Standing, 2: Bed, 3: Fall, 4: Unconscious state) These states were defined for being the indicatives of the falling process.
Results and Discussion
After testing the dataset against several models, we selected the fine k-Nearest Neighbor algorithm (kNN) due to its higher accuracy against other models per Table. 1. The fine kNN algorithm had accuracy of 99.4% and training time of 13.6s. From the confusion matrix (Fig. 7) , it is possible to see mean 98.75% of total true positive rate, which means the system can alert falling when it really happened. It is important to highlight that we had a small number of false negative, when the patient falls but the system cannot predict correctly. To test the trained model, we have selected unknown data from different trials from inertial sensor following same experimental protocol. In this dataset, 1519 observations of unclassified data were tested. Confusion matrix in Table  2 shows the number of misclassified observations. 15 observations were classified as 3 -Fall but they were 4 -Unconscious. Those mistaken predictions are not a drawback of our system because even with an unconscious prediction, the system will alert, and the person can be aided. 
Conclusion
In summary, falls represent a serious public health problem, the dimension of which has been a problem that cannot be overlooked by the Brazilian society and government. In addition, falls are, in fact, multifactorial morbid events, causing injuries, emotional disturbances, functional and death, whose causes can be diagnosed and prevented, with consequent reduction of morbidity, mortality and financial costs. To increase this prevention, it is necessary to educate the community, to train professionals, and to apply validated protocols for assessment and intervention at the primary health care level by appropriately trained teams [11] .
This work presented a review of fall in Brazilian public health and proposed a wearable detection approach using Machine Learning classifiers. We have trained a model with acceleration and gyroscope data from an inertial measurement unit and tested the model with unknown data. Our results have demonstrated the utility of using or detection system in public health with a few 15 false positives. Based on these results, many potential use cases of the fall detection system can be proposed. The system is cheaper, easy to be set up, is easily portable and can be used in any environment. Future work will include the use of this system for refined detection and use in real time of falling detection that can be applied towards benefit of Brazilian Public Health System. 
